**Endodontic Applications of a Diode Laser**

- The EzLase diode laser or other diode lasers are not FDA approved for Endodontic Disinfection

- Studies have shown Bactericidal effects from diode lasers, but not the ability to remove the smear layer.

- BioLase does make a 14mm long 200 um tip for Endodontic Applications

- Further research is needed to show consistent Endodontic Disinfection

**Articles You May Wish To Read**


2. Antimicrobial photodynamic therapy combined with conventional endodontic treatment to eliminate root canal biofilm infection. Gacez AS, Ribeiro MS, Tegos GP, Núñez SC, Jorge AO, Hamblin MR.

